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Abstract
This group project objective was about developing a low cost articulated prosthetic hand. This
project was developed in two parts: articulation and body. The development of the articulation
started as a simple system that has developed into a more complex system push and pull system.
The development cycle helped define the systems used in the prosthetic. The
movement/articulation system needed to not only move parts of the hand but also hold objects
with the appropriate gripping power. The finger also has to be able close in a reasonable amount
of time. The articulation is driven by motors attached to small gearboxes. The gearbox was
developed to withstand the holding forces and movements within the gearbox. The boxes and
gears were designed for continuous use over time. Gears were designed to be small and light
allowing speed of movement. The gearbox was developed to be made with a commonly 3D
printer. The gearbox was developed to be lightweight and be easily replicated. The development
cycle helped to modify the parts for better operations. The developed parts where changed in size
to make the gearbox 25% smaller then original design. The rack was built to hand the linier
motion and pressure from the gears. The gears hold up to 20% more pressure than the gearboxes
should handle. The hand held 5 lbs. per finger, moved faster than 3.5ft/s. , and had constant
repeatability.
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Introduction
Description:
This project is being designed as a low-cost replacement prosthetic.
Motivation:
As costs of components have lowered and more technology has become available prices of
prosthetics have not come down. The ability of robotic prosthetics has stagnated in large and
expensive design programs with little ability of a common person acquiring a mechanically
articulating hand that can replace a hand for many daily tasks.
Function Statement
This object must provide a grip replacement of a hand for a person. This prosthetic device
fingers must articulate like fingers. The movement of the fingers should be smooth and
functional.
Design Requirements
The device will meet the following requirements:
• Finger curls 270 degrees
• Hold 20 lb to 30 lb worth of grip force
• Liner driven finger movement at 1.25 feet/second
• Fingers must close within 2 seconds.
• Connecting rods that can handle a 100 lb. impact
Engineering Merit
The engineering merit to this project is that a device needs to be constructed to replace a lost
hand. Due to the overall design, all aspects of the machine will need to be able to withstand
normal use of a hand. The manipulating of fingers will have to produce the calculated grip
force and movement.
1. Sizing the gear box
2. Determine gear size, spacing, and appropriate material.
3. Determine appropriate motors and drivers.
4. Size push rods for length and strength
5. Determine proper cam size and appropriate center pin size
6. Design finger to close in 2 seconds
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Scope of Effort
The goal of this project will only include operations that will make the hand articulation
function. The hand will not offer any more functionality then a real hand. Designing the
mechanical linkages to hand the load of movement and resist impacts. This will require the
design of a working combination of mechanical linkages, motor mounts, and gearboxes.
Success Criteria
1. This hand should mimic the functionality and provide the ability to grip objects with
ease.
2. Hold 25 lbs. in hand
3. Grip with 5 to 7 lbs. of force per finger

Design & Analysis
Proposed Solution
Normal prosthetics are either nonfunctional or have some functionality to them but cost a
large amount to produce. There are several compromises that are made when building a
prosthetic that are dependent on cost. With the advent of 3D printing the cost of producing
complex parts has become cheaper. The challenge of developing a lightweight and cost effective
prosthetic that is available to everyone.
Design Description
The design for this articulated hand is being developed as a replacement that is
lightweight and has simple to produce parts. The tools required should only be a 3D printer and
simple hand tools. The form of the hand should be functional and have a range of movement that
allows the user most of the functionality of a hand.
Benchmark
The most comparable product available to the general public is the either the 3D printed
hand that is being distributed by designers through NIH (National institute of health). This
product cost around $40 to $100 to print off on a 3D printer depending on the material that is
used. This prosthetic is not assisted by the use of motor and is the simplest to use. The least
expensive mechanical prosthetic with motors available to the public has a rough cost of between
$3000 to $30,000 depending on functionality and materials. The produced product will be tested
against a 3D printed base model.
Benchmark Summary:
Product
Raptor Hand
BeBionic Hand

Capability
20 lbs.
40 lbs.

Cost (USD)
$45 (Printed Solid)
$30,000
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Performance Predictions
1. The prosthetic will be able to lift 25 lbs.
2. The prosthetic will be able to close its fingers in less than the predicted time of 2 seconds
3. The whole mechanical system will weigh less than 2 lbs.
Descriptions of Analysis
The articulation of this project is relying on the single discipline of mechanical design.
The production of this product is being developed so that a person with limited skills and tools
can produce the parts that can either be built or purchased. This limits the design factors and also
keeps the cost down. The factors that are calculated in the analysis section are helping define
what kind of parts can be used or what might fail too quickly.
1. Appendix A-1: Deflection of a small rod
This data was calculated to find out how much a small rod or pin might deflect under a
direct loading that was determined to be a maximum loading. The data shows that a short
rod would only deflect .00020”. This tells us that while there will be some movement but
that it wouldn’t be significant enough to make an adjustment in the design.
2. Appendix A-2: Rotational pressure and angle of rotation of a small rod
This data is going to be used to know how much a short rod might twist under a
determined max loading. The data shows that a short rod would not deflect 0.034 degrees
of twist. This data will help in the design of the pins needed for connecting the cam and
longer rods.
3. Appendix A-3: Column Analysis for a short rod
This data is being use to understand if the rod will collapse or deform if we put it under a
maximum loading. The data shows that the pin would only bend and break under a
loading of 517 psi which is a factor of safety of 5.
4. Appendix A-4: Max Angle of rotation for 5.5” rod
The data calculated here is to show the amount of twist in a longer rod. This data shows
that there is less than a degree of rotation. This data helps in the design of the rod and
how much rotation there might be between the rack on the gear drive and the cam in the
fingers. This is calculated as if there is a load on the rod and no stiffness or resistance
provided by the structure of the body.
5. Appendix A-5: Column Analysis for 5.5” rod
The data here is being calculated to find if the maximum loading pushing down on the
rod. This data is needed to find if the rod will bend if it is being put under load
compressing the rod. This data is helpful in figuring out if the material will break or bend.
It also helps to understand how the rod will react under a load.
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6. Appendix A-6: Endurance limit for 1018 Steel
The data calculated here allows the designer know what the maximum stress allowed on
this material for repeatability. The material is being used as connecting rods between the
gear drive and the cams.
7. Appendix A-7: Endurance limit for Brass
The data calculated here allows the designer know what the maximum stress allowed on
this material for repeatability. The material is being used as pins.

8. Appendix A-8: Endurance limit for ABS
The data calculated here allows the designer know what the maximum stress allowed on
this material for repeatability. This material is being used as frame, pins, cams, and the
gearbox.
9. Appendix A-9: Endurance limit for Nylon
This data is needed as some parts may need to be stronger then ABS. Nylon is available
as either a 3D printed material or as a liquid for a liquid diffusion printer.
10. Appendix A-10: Minimum Needed SFM of Rack
This data is needed to find the minimum speed needed to close the fingers on the hand.
11. Appendix A-11: Initial Metal Gear Design
This data is calculated to find the forces on the gear teeth of the pinion and gear. The data
calculates the ratio of reduction. It also gives us data that helps to choose the right
material for the gears. The data also tells us the forces that might cause issues. The data
shows that the initial choice of gearing had too much stress on the teeth and they would
have broken.
12. Appendix A-12: Final Metal Gear Design
This final design incorporates all of the data that was gathered in the initial design. The
gears chosen are larger and have more teeth. The minimum RPM was raised to reduce the
stress on the teeth. The data shows that a simple RC car gears can handle the stresses as
long as they are hardened material.
Due to the changes involved in design the data has been updated to reflect the changes in design.
Some of the data presented here is still relevant to the project as we may still need to use the data
if we change parts or materials. The current project is being done using the same data plus some
of the part production is using 3D printer. The data shows that PLA can be used as a substitute
for printing less integral parts. The printed parts are also have been modified from the original
form and optimized for size.
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Scope of Testing & Evaluation:
The scope of this project is limited to the moving parts of the hand controlled by the developed
This will be conducted for a period of time test the construction of the gearbox and rack. The
articulation part of the project will be tested for movement and speed.
Evaluation will be conducted with several test to evaluate the motor/gearbox setup. The initial
test will be that the gearbox can run without breaking or having issues with the gears. The second
test will be running at nominal load (hand attached) or a period of time. The third test will be the
fingers lifting a 5 lb load. The last test will be conducted as a pass/fail of the hand grabbing and
holding a can.

Methods & Construction
The part was developed from the ground up to be a part that a person can simply produce on any
3D printer. The parts for the motor gearbox and articulated hand piece are being produced by a
team. The parts should be easy to produce and use a limited amount of tools that should be
accessible to any person.
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The parts built for the gearbox are the adapter plate, gearbox, lid, and rolling rack. These parts
will need to be built to specification and hold a certain tolerance to make it a functioning
gearbox. The parts that are being purchased for the gearboxes are parts that require too much
machining or cost too much to produce in house. The intention is to turn the rotational force into
linier force.
Adapter Plate
This part was built after the gearbox was shrunk to better use space. The benefit of this
part is that it allows multiple different motors to be mounted to the gearbox. The draw backs are
that it is another part to produce and it takes up more space. The ability to adapt the new or
different motors helps with a constantly changing product that might have newer and better
motors installed. Currently this part is being 3D printed to allow for speed of production. The
screw holes are drilled out to the specified size and tapped as needed. Currently the gearboxes
are printed in PLA. This has the advantages of being cheaper to make and since there is a limited
need for the plate currently to handle large loads.
Gearbox
The Gearbox is currently at revision D. The initial gearbox was larger and had the rack
placed at the end. With changes that made it smaller and lighter also increased the need for
accuracy in production section. With 3D printing depending on the print quality the box has been
very close to being in specification or if it’s a lower quality print it can be massively out of
specification. Getting the design to it medium print quality has taken a lot of time. If the gearbox
is out of specification, then the gears wont mesh or the rack won’t have enough space to move.
The current material used in construction of the gearbox is PLA. Initially the box was designed
with ABS in mind but printers with PLA where only available to us. Some changes to the wall
thickness and how many screw holes used to hold the lid on were added to provide additional
stability and strength. The screw holes are drilled out to the specified size and tapped as needed.
Fit and finish is done by hand with sandpaper and files. The latest design requires less hand
smoothing and test fitting.
Gearbox Lid
This part was originally designed as a flat part but issues came up when actually
assembling the gearbox assembly. The gears require a hex nut to hold them to the shaft. These
are not easily accessible to tighten and caused issues trying to test fitment. One of the other
problems was the rack assembly was rotating in the space that was around it. Another problem in
development was the rack was flexing the wall of the gearbox causing changes to the side depth
and long screws to help keep the lid and body together. This product is produced using a 3D
printer. The test parts were printed in PLA as it was the available material. While this was not the
first choice it was available and free. The design and production of the lid changed with the
different material. Fit and finish was done with sand paper and a file. Holes where drilled to the
right size using the correct drill bits.
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Rack
The rack is integral to the construction of the linier gearbox setup. The rack must
withstand the push and pull of the motors. The initial construction was to be of purchased rack
material and some sort of backing. During the design process it was found to be to hard to
procure the particular size and adapt it to the project. The material available was fairly expensive
and also came in long lengths that could not be used in this project. It was eventually decided to
actually produce the needed part by 3D printing. The part includes a rack section along with
guides built in. The rack also had to have an attachment point for the linkage to the fingers. This
was originally going to be drilled but in subsequent designs it was implemented as a printed hole.
This allowed the part to be produced with limited fit and finish.
Gears
Originally designed with the plan to use 3D printed gears the choice was made to move
over to metal gears when the calculations for plastic gears showed that the teeth would rip or
shred due to the pitting forces. The resulting calculations showed that if we wanted to not heat
treat the gears we would have to have a extremely hard metal and be able to cut it. The machine
shop available didn’t have that capability. Currently since this object is in the design process it
was decided to procure the gears. It was found that RC car gears that have been hardened will
exceed the design specifications of the gearboxes. These gears do not require any extra finishing
and can be simply installed in the gearbox.
Shafts
The shafts where originally designed to be 3mm to fit the gears. The only available
material was stainless steel shafts for RC cars. The material was strong enough to be used but
was overkill for the low loads that were being put on the shafts. The time it took to produce one
shaft was about 10 minutes using a grinder at slow speed to not work harden the material. When
testing the fit it was found that 1/8th rod fits well in the gears. This change has a positive effect o
speeding up the production of the part. This part can be produced with a saw and some minimal
sanding.

Testing Methods
The testing for this project is going to be completed in multiple parts. The first test is to
see if the product will be able to function as intended. The motors should be able to reasonably
move the fingers and provide the amount of holding torque needed to move the fingers open and
closed. The hand will be tested by running the motors for a certain amount of time and look at
the effects of running the motors. Currently the body of the gearbox is printed in PLA. This is a
material that is not as strong as the original proposed material of ABS. The next step will be to
test the how strong the hand can grip something. The test will use common household objects
that require grip. The data with this will allow us to tailor the device more too specific needs.
The data will also help us create a better program to use the prosthetic. The testing should also
test how much stress they can hold. The testing will also include the drive shafts and the material
used in the gears. The testing will be a long term movement simulation
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Discussion
The design of this project has been interesting from the start. Several different design
philosophies were tested. Initially it was though that two designs could be developed at the same
time. One being the prosthetic used by a human subject and one that might be used for heavy
industry. After several different proposals including both hands it was decided that with the
limited time the group should invest its time in a single prototype and if time allowed the other
built and tested.
The initial design called for the use of push/pull rods pulling a cam to rotate the hand.
This design was initially attempted in solidworks. The assembly showed that there was going to
be an issue with using the push rod method. One the issues was that there was more parts that
where required to be designed to fix the problems. This would require a lot more design time
then the team had available for the production cycle. Another issue with this design was the
delicate nature of the parts that were designed. This design hand many small parts and a lot of
extra design features.
The problems that were in the initial design still persistent with the second iteration of the
design using cams to rotate the joints. The using push rods attached to cams caused issues with
movement and causing further problems with movement. Initially a internal part was designed
to help move the finger using a rack and pinion setup. This design was initially placed in the
fingers to spread out as the finger bent to smooth the movement. This part of the project got
removed as it was over engineered and would have been a large time sink trying to get it to work.
The final design was initially simple gearboxes with motors attached to them pulling a
wire to initiate movement. During the design process it was decided that to initiate the movement
with a linear drive. Several different types where looked at before the decision was made to build
the system in house. The problem with acquiring several online or instore was that either they
were very expensive or underpowered.
After it was decided to build the linear system inhouse several things happened. The
initial gear reduction was calculated. This allowed for size requirements to be decided. Due to
the space and size requirements it was decided to directly mount the gearbox and stepper motor
together. This design was intentional as it was designed for ease of mounting and replacement.
The initial gearbox was a simple design with two gears and a rack forming a T. This design was
initially 3D printed but never attached to a motor. The size proved to be too large for the project
and unwieldly when functioning. One of the major problems was the size of the plastic gears
needed to run the gearbox. Due to the stresses on the teeth of the gear it required rather large
gears.
The next several iterations of the gearbox changed several initial features of the original
gearbox. Initially the gearbox was built to be driven by a small stepper motor that produced 16
N-cm of power. Since there was limited power being pushed through the system plastic gears
where initially tried but where too large for the space allowed. During development it was found
that steel gears could be used if they where hardened. Initially it was looked into to see if they
could be produced in house but the cost was such that it was cheaper to buy through a vendor.
After several sets of calculations it was decided to go with 48 pitch gears and rack for movement.
Initially the design called for a steel shaft for the production of the gearbox. This was due
to cost and initial availability. After the design phase concluded it was found that the 5mm size
rod was a special order item and was twice as expensive as stainless steel shafts for RC cars.
After procuring the drive shaft material it was found to be extremely hard to machine and time
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consuming to build. After talking with an advisor it was found that 1/8” aluminum rod would
also work within the loading parameters.
The rack was initially designed to be attached to a push pull rod and function as the linear
slide. During the development phase it was initially built as just a rack and nothing more. After
some testing with the first iteration of the rack it was found that it needed a way to hold itself
against the wall of the gearbox. This redesign allowed for some parts of the gearbox to be
removed and several parts to be deleted from the construction process.
The gearbox and lid went through several changes in the production process. Several
redesigns were required to reduce size and weight. After testing the gearbox assembly alone it
was found that a simple adapter plate would solve most of the mounting issues cause by the
limited size of the box. After a adapter plate was developed it made it much faster for testing and
the assembly process.
One of the major problems with this project was the electronics to run the hand. Initially
due to the simplistic nature of our design it was though that a simple program and drivers would
be needed. Use of an Arduino Uno helped limit the amount of work needed to develop programs.
This also needed to be programed which ended up taking more time then initially planned. The
physical drivers for the stepper motors were purchased online due to time constraints and ability
to produce them. Some issues persist in the design that will have to be addressed in the future.
After testing it was found that the gearbox design held up under loading and functioned
properly. The motors still have some work left to make it as strong as needed. Stepper motors are
very good for initial design, but they are loud and take a lot of space. When testing it was
concluded the next step would be to find similar strength servo motors and mount them to the
gearbox.

Conclusion
This project is a mechanical marvel. The project should meet or exceed the calculated
values that were given. The data shows that there are some items that that need to be improved to
make the articulation to be smoother and have better functionality. During testing it was found
that some of the initial design problems could be resolved by printing with a better 3D printer or
simplifying the design. While some design issues still persist in the design it does function as
expected and due to the shortened development cycle, many of the small issues were ignored that
will have to be addressed in the future. Some of the breakthrough in this design happened when
fixing other problems. After being developed as a single hand it is still might be developed into
two different iterations. One would be a normal use prosthetic and the other being something of a
heavy use arm that can possibly attach to some sort of robot. The data gathered for the simple
arm will help in the development of the heavy arm. The data shows that the gearing allowed the
finger to grip/pull closed with a normal speed and the strength to move a 5lb weight continually.
This shows that after some development the hand will have a similar grip strength as a normal
hand. The development of the gear drive also allows for different gears to be used allowing the
hand a more controlled speed of movement. This data shows that the fingers will close in under
two seconds. The data also shows that all of the material used will be subjected to far less than
the maximum endurance loading. All of these items combine to make the final product a much
stronger than required with the possibility of making an awesome hand. The gearbox and hand
combo also showed that it could be developed into many other objects as needed.
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Appendix B: Drawings
B-1: Initial Design
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B-2: Rod1 Drawing

Figure B-1
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B-2: Middle Finger Rod Drawing

Figure B-2
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B-3: HandRod1 Drawing

Figure B-3
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B-4: Cam Drawing
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B-5: Pinion Drawing
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B-6: Gear Drawing
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B-7: Rack Drawing
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B-8: Gearbox Case Rev D
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B-9: Gearbox Lid Rev B
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B-10: Gearbox Assembly
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B-11: Modular Motor Assembly
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Appendix C: Parts List & Cost
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Appendix D: Budget
The cost of parts has exceeded the amount of predicted costs. The initial costs were built
around the original design would use more but less expensive stepper motors. The costs come
from having to acquire new motors and drivers that can handle the power required. Some of the
cost changes are offset by the cheaper parts that can be purchased for the project. The stepper
motors that were chosen are very small and have limited holding power. During the project there
were several redesigns including one that changed from using 5 motors to 2 motors. This is a
significant change in need for motor capabilities. The decision to get new motors pushed over the
given budget for the project. A cost saving for the project was the ability to get some of the parts
needed for the project for free through the Electrical Engineering Technology program. This
helped reduce the cost for Arduino Uno and some of the electrical parts. Parts were also provided
from one of the team member’s home in the form of electrical power sources for the Arduino and
stepper motor drivers. Some changes also included the cut shaft being made out of aluminum and
not stainless steel.
Gearbox:
The Gearbox’s cost less than originally predicted. The printing was completed with the
help of the EET Department 3D printer. The cost was also reduced for printing by redesigning
the internal structure of the box. The size of the original box was approx. 25% larger than the
final product. Printing time was reduced by approximately 20 minutes. The redesign helped
reduce the amount of overhang and larger hole sizes reduced printing requirements. As the
development cycle progressed the cost to make one full gearbox dropped from $3 to $2.50 due to
the reduced print time and less materials used.
Stepper Motor:
In the initial design of the prosthetic hand there was a motor for each finger. The motors
initially purchased had limited power and had a slim design that helped with space. Due to a
redesign to help limit weight and streamline production it was decided to go with two motors
instead of 5. Due to the changes replacement motors had to be ordered to compensate for the
hand to function. This raised the total cost of the whole project but lowed the cost of a hand.
Screws:
The screws used in the project didn’t change much from initial design to final design.
Each bag of screws was 100 count and cost around 2.99 per bag. Some of the less common cost
more than 5.99 a bag. When redesigning the gearbox, the cost of the screws was taken into
account and a common screw was chosen to be used. There two cap screws that are slightly more
expensive used in the design to hold the gearbox slide together. They cost $3.99 for 25. This was
chosen because the head is capable of holding the pressure of the rack pressing on the sidewall.
Gears:
With the small size of the gearbox it was decide to use small gears for movement.
Initially the build was attempted with plastic gears but due to size and pressure requirements.
The gears required had to standup to the pressure on the gear teeth. The data helped find the
required gears. After carful consideration hardened steel RC car gears where chosen. Each of the
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gears cost $ 6.99 and $ 8.99 respectively. Buying gears was cheaper then making and hardening
the gears in the machine shop.
Shafts:
The shafts for the gearbox where originally designed to fit gears with a 5mm shaft. The
only shafts this size where stainless steel. This cost $2.99 for 2 rods approximately 350mm long.
The shafts were easy to acquire but hard to manufacture. The metal was much stronger then
needed for the project. Due to the issues with production with stainless steel it was decided that
1/8th in round aluminum rod. This replacement material is still stronger then needed. Each small
shaft made with aluminum cost around $0.25 cents. This saved at least .$0.25 per shaft in
production and time needed.
Electronics:
All electronics used in this project were off the shelf parts. The Arduino was free to the
group. The drivers for the motors were 7.99 apiece. Cost and time was cut down by buying
prebuilt stepper motor drives online. All other electronic cables and power sources were
provided by the team at no cost.
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Appendix E: Schedule
The schedule has changed a lot during the production of the parts. Some parts times
where lowered due to the fact they could be purchased instead of being produced. This actually
resulted in a current lower time on project then expected going into the testing phase. An attempt
to calculate time used for building and making of parts helped us figure out how much time
should be allotted to the production of parts. The Gantt chart has been updated to show changes
in the time requirements
Gearbox:
This part took the longest at approximately about 20 hours of design work. The initial
design was flawed from the start. It had issues with tolerances and fitment. There were issues
with the ability to access certain parts from the outside and securing the parts on the inside. Due
to the use of 3D printing it was easy to reprint one if some design changes where made but it
took about an hour to print one. Other design issued included changing the orientation of the rack
to take up less space in the gearbox. Some of the time issues were negated by making the design
modular so that only certain dimensions had to be changed on parts.
Gearbox lid:
This part was initially a flat part that required little to no adjustment. As the design of the
gearbox evolved it required more changes then expected. Due to the changes a complete redesign
of the lid happened. In the initial time planning phase it was thought that there was a chance that
it might happen so the design/build was given 20 hours to do it. As it goes it is at less time then it
was projected to use.
Gears:
Currently on schedule and within the time allotted. Since it was found out very early on
that producing the gears could not happen with the current machinery available the decision was
made to order them. Since ordering only took limited time there was little time spent on these
parts due to non-production of them. No time was lost due to shipping or ordering.
Shaft:
This took less time to find but longer then anticipated production. Due to the fact that the
initial shaft was stainless steel it took several minutes to cut and more time to get rid of burr’s.
This was accounted for due to the fact that we were going to have to produce five shafts but
would not have been viable for a production cycle. It was found that we could use 1/8th
aluminum rod as a substitute. This cut down the production of a shaft to just under a minute
using a hand saw and some sandpaper. This substitute helped keep our time needs down for each
part.
Adapter Plate:
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This was an unanticipated need for the project. This part only took around 5 hours to
design, produce, and install. The time invested in this allowed me to save time not having to
completely redesign the gearbox and lid.
Electronics:
While not initially in the scope of this project this has been used up a lot of time. The
electronics used in this project are simple stepper motors and an Arduino. While this should be
simple to setup it takes time and parts. Some of the parts where provided by the CWU EET
department, some from personal sources, and others were paid for. The cost in time was
unexpected due to the time required to build, code, and test. Currently there is no time estimate
for this in the Gantt chart.
Stepper Motors:
These parts where known to be only purchasable so time allotted for them was limited.
The time used is within the expected parameters even with the need to change out some motors
with larger ones. Since we are using uniform style motors the only design changes that need to
happen are addressing the length of the motor. Analysis
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APENDIX F: Gantt Chart
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Appendix G: Evaluation Sheet (Testing)
The articulated hand project
Data
Cycle
Test 1

Avg

1

2

3

4

5

1

2

3

4

5

1

2

3

4

5

5min
30min
60 min

Test 2
5min
30min
60 min

Test 3
5min
30min
60 min
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Appendix H: Testing Data
Appendix I: Testing Report
Testing Method: (Introduction)
The articulated hand project has many moving parts. This hand must move in a consistent manor.
This test is for functionality of the hand. The test are designed to test if the hand moves and if it
functions consistently. The test will be simple use of the gear box unattached to the hand. The
functionality of the gearbox is paramount to the movement of the other parts. The gearbox
should function in a repeatable nature. This is a simple function test over time. Many of the parts
are produced through 3D printing and need to be tested without loading to prove functionality.
The testing of this object is simple and functional. The first test will be that of the motor and
gearbox. This will be done to see if there is any challenges or issues caused by the 3D printing.
The second will be the nominal loading test. This is just the motor/gearbox assembly attached to
the hand and running. Since this might cause something to break this will be done in a open
room and clamped to the table. The third test is to run the motor under a given load. Each of
these tests will complete a cycle.
Method/Approach:
The testing of this device will be divided into three parts. Each of theses sections are designed to
test the capabilities of the product that has been developed. The gearbox is essential to the
movement of the hand. The gearbox provides the amount of torque that is needed to move and
hold position. Since this is a self-produced gearbox it needs to be tested. The first test is that it
can function for a set amount of time and not break. The second test will be to have the motor
articulate the fingers for a set amount of time. The last will be ability of the gearbox to handle a
load consistently.
The first test of the gearbox is it running under no load for a period of one hour. This should
show that the gearbox design can function without any sort of interference or binding. The
testing will be conducted by strapping down the motor to a table with it attached to the Arduino
Uno running on a constant cycle. The cycle is currently around 4 seconds this will allow the hand
to move the fingers at the 3.2 ft/s that was initially calculated as max speed for closing. With it
unloaded the gearbox can be tested for general wear on parts. Since the box is specked to handle
10^6 rotations before breaking it should be able to easily handle the time period used at that
speed. This should put the gearbox approximately 900 cycles. Since a hand would not full cycle
900 times in an hour normally. This will be filmed to see if there are any changes in movement
over time.
The second part of the test is to run the gearbox attached to the hand and articulate the
movement. This will be held down to the table with a clamp, so it won’t flex off of the table.
This will be conducted by attaching the motor to the hand like originally intended and running
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the motor for the same amount of time as the gearbox run. There should be limited amount of
change in functionality or speed. The gearbox should not have any failures but may show some
wear. The box should show little wear and function properly.
The third test is the same as the second but under load. The hand and motor will hold the same
positions. The hand will be clamped to the table. A load of one pound will be placed on the hand
or hang from the hand. This will load the hand allowing the testing of movement under load.
There should be no issues with the hand pulling a one-pound load. The gearbox is designed to
hand a load of 10 pounds regularly.

Test Procedures:
This is a simple procedure is a simple one that test how much repeatability and survivability the
gearbox has. The parts are printed and must be stress tested. The box needs to function reliably.
The testing of the gearbox will be accomplished by running it through many cycles over time.
The gearbox will be closed so that it can replicate normal conditions. The Gearbox will be
assembled with the motors that will drive the gears and the linier rack. The parts should be
preassembled before the testing.
The place designated for testing is the senior project room. This test requires limited room to test
but does require a constant power source to run both the motors and the Arduino. The box is
designed to not shoot the rack out so there is a limited amount of space needed around the actual
box. This test only requires a ruler and a GoPro. The
duration will be a 1 hour run time. The required actions for
this testing are:
• Power the Arduino up
• Power the motors
• Place ruler under rack
• Setup the Go Pro
• Start Go Pro
• Set timer
• Start motor cycles
• Stop motor after end of time
Any risk is from the rack coming lose in the testing
process, the gears losing contact with each other, or the
gearbox losing integrity. This can be mitigated by having a 1 foot box around the gearbox
allowing and parts that break to fall in that area. This will allow for safety and stop anything else
from happening.
This will be a simple test will help with further design changes and to understand the limitations
of the produced item. The data will also help to tell how much longevity the gearbox will have.

Deliverables:
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The data that was gathered will help change the design of the gearbox. The data shows that there
are some changes that might need to be changed. The data will help the group to change the
design of the hand to make it a better product. The prosthetic hand must preform the functions
that its designed for. The data gathered is being used to help develop changes that are needed to
make the hand have consistent functionality and movement. The hand has had several changes
influenced by the data gathered in the testing phase. The hand has proved to be resilient under
testing. The data shows that there are several ways to change the design to help production and
movement.
When the motor was attached to the testing table and ran data was collected. The data shows that
over time the motor does lose power due to heating up. The data shows that over time the motor
slows down by .01 seconds. The data also shows that the power produced by the gearbox isn’t
diminished by the power creep due to the produced heat. The data shows that the gearbox part of
the articulation function as predicted. Due to the data collected some changes have been made to
the gearbox to allow for better performance due to some binding issues. The initial data shows
that the gearbox loses no speed or performance while unloaded. The gearbox has limited changes
during the preloaded cycles. The hand has some speed changes during the weight lifting
challenge.
The hand preformed within expectations when lifting/gripping a weight. There are some changes
to the design that have been altered in the updated design. The initial design didn’t have enough
clearance to deal with the shrink involved in 3D printing. After the initial testing the gearbox was
adjusted in size to adapt to the shrink and give proper sizing. The revised gearbox performed
much better in performance testing and had little need for modification.
The test with the weight is the most promising for the three tests conducted. This was a 5-pound
weight used to test if the gearbox and motor combination would work. This showed that there is
enough power to lift the weight and hold it with the current stepper motor configuration. The
data shows that there were limited changes in speed due to loading. The changes in the
movement speed was around 2%. The video also shows that the hollow body construction of the
hand flexes too much to handle much more than the designated value. The holding power shows
that there is probable that more weight could be lifted in further testing. The gearbox showed
resilience under load and limited degradation of parts.
During testing there where some problems that need to be resolved. Currently due to the testing
it was noted that the current attachment to the gearbox does not effectively transfer the pull to the
fingers. The pull of the string is at an angle and has caused binding or inefficiency in the pulling
motion. The simple solution is to make a bar to spread the loading out to the individual finger
lines. The other option is to make a solid connection to the finger lines so that there is limited
loss of power due to the string stretching over time.
Over all the test was a success and showed several problems that are simple to fix. The data will
also help to make changes that will make the prosthetic hand a much better product. The data is
also helping to design much better parts for the hands. The data tells me that there is little change
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under minor loads. There is still some testing at heavier weights that still needs to be done and all
the previous testing is affecting design changes.
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APENDIX J: Safety Data Sheet
Safety Data sheet for Arm Rod 1
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